
Ð13-99-23

Þ.Â.Êîðîòàåâ

ÏËÀÒÀ ÑÎÏÐßÆÅÍÈß ßÄÅÐÍÎÃÎ

ÌÀÃÍÈÒÎÌÅÒÐÀ È ÏÊ



Korotaev Yu.V. P13-99-23
Nuclear Magnetometer ¾ PC interface Card

The nuclear magnetometer ¾ PC interface card takes the measured value of
magnetic field from the magnetometer display and transfers it into PC via a serial
port. The nuclear magnetometer with implemented card will be used in automated
complex for verification and correction of magnetic elements of LEPTA machine.

The investigation has been performed at the Laboratory of Nuclear Problems,
JINR.
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Ïëàòà ñîïðÿæåíèÿ ÿäåðíîãî ìàãíèòîìåòðà è ÏÊ

Ïëàòà ñîïðÿæåíèÿ ñ÷èòûâàåò ðåçóëüòàòû èçìåðåíèÿ ìàãíèòíîãî ïîëÿ,
îòîáðàæåííûå íà öèôðîâîì äèñïëåå èçìåðèòåëüíîãî ïðèáîðà, è ïåðåäàåò ýòè
äàííûå â êîìïüþòåð ÷åðåç ïîñëåäîâàòåëüíûé ïîðò. ßäåðíûé ìàãíèòîìåòð ñî
âñòðîåííîé ïëàòîé ñîïðÿæåíèÿ ïëàíèðóåòñÿ èñïîëüçîâàòü â àâòîìàòèçèðîâàí-
íîé ñèñòåìå ïî ïðîâåðêå è êîððåêòèðîâêå ìàãíèòíûõ ýëåìåíòîâ óñòàíîâêè
LEPTA.

Ðàáîòà âûïîëíåíà â Ëàáîðàòîðèè ÿäåðíûõ ïðîáëåì ÎÈßÈ.
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